
Device Classification Name analyzer, hydrogen gas  
510(k) Number K963376 
Device Name MICRO H2 

Applicant 

MICRO DIRECT, INC. 
p.o. box 239 
840 pownal road 
auburn,  ME  04210 023  

Contact david staszak 
Classification Product Code LXO   
Date Received 08/27/1996 
Decision Date 01/24/1997 
Decision substantially equivalent (SE) 
Classification Advisory Committee Anesthesiology  
Review Advisory Committee Anesthesiology  
Type Traditional  
Reviewed by Third Party No  
Expedited Review No  

 


